Coronary x-ray computed tomography angiography (CCTA) continues to develop as a non-invasive method for the assessment of coronary vessel geometry and the identification of physiologically significant lesions. The uncertainty of quantitative lesion diameter measurement due to limited spatial resolution and vessel motion reduces the accuracy of CCTA diagnoses. In this paper, we introduce a
INTRODUCTION
Since the introduction of 64-detector row CT scanners, coronary CT angiography (CCTA) has emerged as a promising non-invasive method for direct visualization of coronary artery disease (CAD) 1, 2 and demonstrated an excellent ability to rule out CAD due to its high negative predictive value 3 . However, even with new CCTA technologies accurate quantification of lesion diameter remains challenging because the vessel diameter of severe lesions (>70% stenosis, or < 2mm) 4 often approaches the limit of the scanner resolution. The uncertainty of lesion diameter reduces the specificity of CCTA diagnoses of significant coronary disease 5 . Furthermore, new non-invasive techniques for estimating disease severity such as FFR CT 6 (FFR defined as fractional flow reserve) require highly accurate vessel geometry in order to obtain accurate coronary blood flow simulations 7 .
In this paper, we introduce a new technique to improve the accuracy of vessel diameter measurements with CCTA called CT-number-Calibrated Diameter (D C ).
We define CT number of a voxel (described in Hounsfield Unit, HU) as the normalized linear attenuation coefficient and "intraluminal maximum voxel value" (abbreviation as IMVV in the paper) as the maximum voxel CT number found inside the vessel lumen. Our CT-number-Calibrated Diameter technique is motivated by a simulation study done by Contijoch et al. 8 in which they show that the IMVV does not depend on vessel size for large vessels but decreases rapidly with decreasing vessel diameter for small vessels and small diameter stenoses. This reduction has a straightforward explanation using the point spread function of the imaging system 9, 10 , and in this paper we derive the mathematical function of this reduction. They also demonstrated that the full width half maximum (FWHM) estimate of the vessel, D FWHM , which is commonly used in vessel segmentation, approximates the true vessel diameter for large vessels, but can significantly overestimate vessel diameter for small vessels.
Based on the two characteristics of small vessel stated above, we have designed a CT-number-Calibrated diameter technique to estimate vessel diameter. The algorithm uses a different process in each of two vessel size domains: (1) for large vessels with IMVV that is independent of the vessel size, the FWHM estimate of vessel diameter is used, and (2) for small vessels with IMVV that is
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In this paper, we validate the CT-number-Calibrated Diameter estimation by imaging anthropomorphic phantoms that are both stationary and moving with a clinical system. The results demonstrate that this technique can yield high accuracy in vessel diameter measurement.
MATERIALS AND METHODS

Hole phantom
A hole phantom was 3D-printed using a Form 2 stereolithography system with clear photopolymer resin (Formlabs Inc, Somerville, MA) with 24 cylindrical holes in a cylindrical disk of diameter 8.5-cm and height 2.5-cm. The diameter of the cylindrical holes was programmed to span 4.0 mm through 2.2 mm with 0.2-mm intervals, and 2.2 mm through 0.8 mm with 0.1-mm intervals (Figure 1A) . This array of holes captured the range of diameters found in human coronary vessels. To obtain the ground truth measurement of the hole diameters we scanned the phantom using a benchtop high-resolution imaging system consisting of a cone-beam CT test bench using a Paxscan 4343CB flat-panel detector and Rad-94 x-ray tube (Varex, Salt Lake City). The x-ray beam was 100kVp at 10mA and 40 ms/projection, which yielded an estimated 8.5x10 5 (unattenuated) photons/pixel. The system geometry was 110 cm source-to-detector and 83 cm source-to-axis with 360 projections at 1-degree increments. Projections were 1536 1536 with 0.278 mm square, × binned pixels. Reconstructions were performed using a 600 600 320 volume with 0.2 mm cubic × × voxels. The reconstruction algorithm used a penalized-likelihood objective with quadratic penalty and regularization parameter = 90000, and was solved using 100 separable paraboloidal surrogates iterations with 10 ordered subsets 11 . We tested the accuracy of the FWHM estimate (elaborated in section 2.4.2) in these high-resolution cone-beam CT images using a machine drilled hole phantom ground truth size of which was confirmed ( Figure 1B) . This machine drilled phantom (UCSD Campus Research Machine Shop, La Jolla) was made by computational numerical control (CNC) drilling process with an accuracy of 0.01mm. We compared the FWHM estimate from the bench top system with the ground truth, concluding that FWHM accurately measured hole diameters larger than
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Patient derived vessel stenosis phantom
Eight high quality 3D meshes of human coronary anatomy were created by automated segmentation of CCTA images with manual correction. Initial automated coronary segmentations were generated using a deep learning technique 12 ; these automated segmentations were then visually assessed and edited as necessary. Surface reconstruction was then performed to generate surface meshes from these segmentations. We isolated 18 lesions from the coronary tree meshes using Blender 13 . The ground truth sizes for the printed coronary vessel stenosis were measured from high-resolution cone-beam CT images mentioned in section 2.1. We excluded one lesion from the dataset since it contained a minimum diameter less than 0.8mm. A vessel stenosis phantom was 3D printed with resin to be a 2.5cm high disk with 18 tubular channels that represent the vessel lumen having the exact geometry of the 18 lesions (Figure 2) . About Six lesions for each degree of severity (severe, moderate and mild)
were included as shown in Figure 2E .
CT imaging protocols
The channels in both the 3D printed hole phantom and the vessel stenosis phantom were filled with 10% iodixanol mixed with water to approximate the CT number of a coronary artery. Each phantom was inserted into a sealed plastic bag with additional contrast solution. Two phantoms were placed end to end inside a tissue equivalent Extension Ring (QRM GmBh, Extension Ring L). Two phantoms placed end to end were scanned together on a GE Revolution CT with clinical coronary protocols:
common scanner settings included: axial scan, gantry rotation time 280ms, exposure time 162ms, FOV of 20cm, with a 512x512 matrix resulting in an x-y pixel size of 0.391 x 0.391mm, 256 contiguous slices with a slice thickness of 0.625mm. All reconstructions were performed with ASiR-V=50% to reproduce what is used clinically for CCTA at our institution. Seven different CT acquisitions were obtained with the same common settings stated above but different tube energies, tube currents, focal spot sizes and reconstruction kernels (see Table 1 ). In order to create a high SNR
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This article is protected by copyright. All rights reserved image for examining the nature of the CT number calibration, 5 equivalent acquisitions were obtained for each set of parameters and the 5 images were averaged to obtain the final image (standard deviation = ~10HU, measured in the resin as the background of the image). For examining the ability of the CT number calibration technique to obtain accurate diameters in the morphological stenosis phantom, single images without averaging were also used (standard deviation ~ 25HU). If not specifically noted, the images mentioned in the paper are the averaged images with higher SNR.
CT imaging during phantom motion
A motorized platform using a Thorlabs NRT100 stepper motor (Thorlabs, Newton NJ) moved the entire phantom along the horizontal "left-right" axis of the scanner, with a constant velocity of 15mm/s simulating slow coronary vessel motion during diastasis 8, 14 . CT data was acquired with 120kV, 350mA, 280ms rotation, small spot size, and standard reconstruction kernel, with ASiR-V = 50%; a single acquisition was used for analysis, no averaging was done. We then implemented a post processing motion-correction algorithm (Snapshot Freeze; GE Healthcare) 15-17 on the motion corrupted images to yield a set of corrected images. Analysis of the IMVV was performed on the corrected and uncorrected images.
Creation of calibration curves from the 3D printed hole phantom
Measurement of vessel intraluminal maximum voxel value -IMVV
The vessel intraluminal maximum voxel value of each cylindrical hole was measured as the highest CT number of a single voxel within a 4mm  4mm ROI symmetrically positioned around the center of the hole in a DICOM image processing application (OsiriX).
Full Width at Half Maximum Determination, D FWHM
To measure the FWHM diameter of each cylindrical hole, the FWHM region of the hole was identified as the boundary within which all voxel values were greater than 50% of the maximum voxel value in the ROI. The diameter was calculated as the average of the major and minor axis of an ellipse fit to the FWHM boundary contour and yielded the FWHM estimate of the vessel, D FWHM .
The IMVV and the D FWHM were calculated for each cylindrical hole in hole phantom at 10 slices
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Calibrations curves from 3D printed hole phantom
Theoretical derivation of CT number calibration curve
The IMVV for each circular hole in the phantom representing circular vessel with true radius R (diameter D = 2R) is equal to the peak value when a circular vessel with radius R is convolved with the two-dimensional (2D) isotropic Gaussian point spread function (PSF).
The PSF can be expressed as a normalized Gaussian function in polar coordinates:
where r is the distance of a point to the center of Gaussian, is the standard deviation determined by the spatial resolution of the imaging system and is the normalizing constant. The peak value of the convolution of a disk of radius R with the PSF is equal to the volume under the 2D PSF curve within radius R; thus, equal to the polar integral of Equation 1 from r=0 to r=R:
Note that I o and are constants representing the maximum voxel value of a large vessel in the proximal section and the standard deviation of PSF respectively. Comparing Equation 1 and 2, we conclude that the theoretical normalized CT number calibration curve is IMVV(R)
Empirical calibration curves
For each set of CT parameters in Table 1 , we generated the empirical CT number calibration curve IMVV(R) (Figure 4 , 5 and 6) by measuring the corresponding IMVV for each hole size in the hole phantom. We compared the theoretical and empirical curves for the same CT acquisition ( Figure 5) to demonstrate that any CT number calibration curve can be characterized by the standard deviation of the 2D Gaussian PSF. The relation between and the vessel diameter that has a 50% drop of the
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Therefore, for each system and reconstruction we can find the characteristic and corresponding PSF by measuring D 50 in the empirical CT number calibration curve. A more precise method to find would be to perform a least square fit of Equation 2 to the empirical curves, but the simplicity of D 50
gives the user a very simple and robust method that can be performed on graph paper at the scanner.
We also obtained CT number calibration curves (Figure 7) of stationary, moving and motioncorrected vessels. For the 1 st and 2 nd set of CT parameters shown in Table 1 , we made "FWHM calibration curves" (Figure 8) showing the FWHM estimate of the vessel, D FWHM as a function of true vessel diameter by measuring the corresponding FWHM diameter for each hole in the hole phantom.
Segmentation of lesions in the vessel stenosis phantom
The true diameter was measured as a function of position along each vessel perpendicular to a curve connecting segmented center points along the vessel in high-resolution cone-beam CT images. The center points of the vessel were automatically generated in MATLAB by a 3-D medial surface thinning algorithm 18 followed by manual pruning (Figure 3A) . For each vessel lesion that has the length of ~14mm, approximately 35 center points were generated, resulting in the distance between two center points of 0.4mm on average (this was close to the image pixel size). The vessel "direction" at each center point was computed from a smooth line fitted through the point and neighboring center points. Figure 3B shows that for each center point, we found five proximal and five distal adjacent center points, resulting in an 11-center-point sliding window. A quadratic polynomial exhibiting the centerline's limited curvature 19 was fitted on this window using a least squares method. The distance between two center points was thus calculated as the length of the fitted line between the two.
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This article is protected by copyright. All rights reserved Each query center point c and its fitted line yielded a normal vector ( Figure 3B) . A plane (2020 pixels) perpendicular to was constructed, with point c as its center. This plane was viewed as the cross-sectional plane of the vessel. An upsampling processing by linear interpolation was then applied to the plane to increase the resolution to 200200, smoothing the voxel value change in the plane.
Estimation of the vessel diameter using the CT-number-Calibrated diameter technique, D C
In section 2.5, we constructed all the cross-sectional planes along the vessel. The IMVV was then measured as the maximum CT number in the cross-sections. The corresponding contrast (= IMVVbackground, background 100HU) was normalized to the averaged contrast in the proximal large ≈ vessel region in order to compensate for different overall signal intensities between acquisitions. In the phantoms these differences were principally caused by different x-ray contrast for different x-ray tube energy. Based on the normalized contrast, our technique uses one of the two different approaches to measuring the diameter described in detail below.
Vessel diameter estimation in larger vessels: FWHM estimate of vessel
For vessels whose IMVV was independent of the vessel size (i.e. vessels with larger diameters), we (1 st set of CT parameters) in Figure 8 showed a 3.08mm vessel was measured to be 3.0mm with negligible error.
Vessel diameter estimation in smaller vessels: CT number Calibration method
For smaller vessels, the IMVV is influenced by vessel size. We utilized the CT number calibration curve for each set of CT parameters to map the normalized contrast to the vessel diameter for that acquisition. For example, if we use the calibration curve in Figure 4 (1 st set of CT parameters), when the contrast is measured as 400HU (IMVV=500HU, ~40% of proximal large vessel amplitude), we understand that it is in the partial volume region and thus can estimate D C as 1.1mm. It is important to
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Comparison of Dgt, D FWHM and D C
We compared the ground truth diameter D gt , FWHM estimate of the vessel D FWHM and CT-number-Calibrated diameter D C of the same lesion in the stenosis phantom to assess the accuracy of D C . The We assessed the accuracy of D C along the entire lesion by plotting the three estimates of diameter (D gt , D FWHM , D C ) together as a function of distance along the vessel. A Pearson correlation coefficient was computed to quantify the accuracy of the D C estimate.
RESULTS
Example CT number calibration curve derived from the hole phantom
The background value of the polymer resin was found to be 100HU10HU. Figure 4 , as an example of the empirical CT number calibration curve, shows the contrast between the vessel IMVV and the background in Hounsfield Units (ΔHU) plotted against vessel diameter. The IMVV does not depend on vessel size for large vessel diameters but decreases with decreasing vessel diameter for small vessels. In Figure 4 , we define the "cutoff diameter" which divides the calibration curve into two regions: the constant amplitude region above the cutoff diameter and the partial volume region below the cutoff diameter. The cutoff diameter is the diameter value at the intersection of a straight line that fits the reduction of IMVV with decreasing diameter (line fit to points that have an amplitude < 80% of the constant amplitude) with the level of the constant amplitude region; this is shown as a bold black dot.
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Comparison of theoretical and empirical CT number calibration curve
For the 5 th CT acquisition setting in Table 1 , we measured the corresponding PSF from the image of a Titanium bead with 0.25mm diameter averaged from 8 acquisitions to increase the signal-to-noise ratio. We found the standard deviation of this PSF, = 0.45mm by fitting Equation 1 to the PSF σ ( Figure 5A) . By plotting Equation 2 with = 0.45mm, we generated the theoretical CT number σ calibration curve and compared it with the normalized empirical CT number calibration curve of the same acquisition setting (Figure 5B) . The two curves overlap closely, indicating that we can characterize the calibration curve with a suitable and thus find the underlying PSF. Figure 6B shows the normalization of the ΔHU values from Figure 6A to the constant amplitude region yields essentially three equivalent calibrations characterized by = 0.45mm, indicating that x-ray energy, as expected, has no effect on the σ normalized calibrations.
Figure 6C
shows three contrast vs. diameter curves for three different x-ray focal spot sizes with fixed x-ray tube energy (100kVp) and reconstruction kernel (Bone). As expected, for the constant reconstruction kernel a smaller spot size produces a smaller cutoff diameter; after the normalization, the difference between small size and large size still exists in Figure 6D . Figure 6E shows two contrast vs. diameter curves for two different reconstruction kernels with fixed
x-ray tube energy (100kVp) and focal spot size (Large). As expected for constant spot size the "Bone"
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This article is protected by copyright. All rights reserved kernel which passes greater high frequency data through the reconstruction has a significantly smaller cutoff diameter (~1.4mm) than the standard reconstruction kernel (~2mm). The normalized curves in Figure 6F can be characterized by = 0.36mm and = 0.48mm for "Bone" and "Standard" kernel σ σ respectively.
The important message we can derive from the plots in Figure 6 is that the CT number calibration curve is CT-acquisition parameter dependent. X-ray energy, x-ray focal spot size and reconstruction kernels all can determine the constant amplitude of large vessels as well as the slope of reduction in calibration curves; however, the effect of x-ray energy no longer exists after the normalization. 
Motion artifacts and motion correction in CT number calibration curve
FWHM calibration curve from hole phantom
Accepted Article
This article is protected by copyright. All rights reserved that are larger than the cutoff diameter defined above. Based on the fitted linear relationship, we can state that the FWHM estimate of the vessel can measure the vessel diameter larger than cutoff diameter correctly with negligible error. For vessels smaller than the cutoff diameter, the D FWHM overestimates the size of the vessel, and the curve approaches an asymptotic value. Figure 9D . These results indicate that the high accuracy measurement shown in the averaged image can also be reproduced in single images with higher noise.
Estimation of vessel diameter in the vessel stenosis phantom
In Figure 10 we gathered the measurement results of the smallest diameter in each of 17 lesion models in the stenosis phantom scanned by the 1 st set of CT parameters (100kV, 640mA, large focal spot size, standard reconstruction kernel) and computed a Pearson correlation coefficient between D C and D gt for this set (r=0.998). The D FWHM lies on or nearby the FWHM calibration curve, and the estimates are clearly inaccurate when compared with D gt . This graph also shows a very strong linear correlation between the D C and the ground truth diameter D gt : D C =0.951*D gt +0.023, r=0.998. The 95%
confidence bounds for the slope and y-intercept are (0.921, 0.981) and (-0.017,0.064) correspondingly.
We also computed the average percentage error of the smallest diameter measured by D C and D gt ( over the 17 lesions as 5.06%.
| -|
× 100%)
DISCUSSION
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In this paper, we introduce a new technique to accurately measure the vessel diameter, called CTnumber-Calibrated Diameter. It takes advantage of both the FWHM segmentation for vessel segments of "larger" diameter (> cutoff diameter) and the vessel IMVV for vessel segments with "smaller" diameter (<cutoff diameter). Results shown in Figure 9 and 10 demonstrate the accuracy of this technique on a particular clinical scanner (GE Revolution CT) with the reconstruction parameters used for clinical CCTA in a range of diameters expected in CCTA images.
The Definition of Cutoff Diameter
In this paper, we define the "cutoff diameter" in section 3.1 as the diameter value at the intersection of a straight line fit to points that have an amplitude < 80% of constant amplitude region with the constant amplitude of large vessels. Note that this 80% was chosen empirically for all CT number calibration curves of different imaging protocols because the straight-line fit was simple and accurate for the points below this amplitude threshold. A possible alternative is to use as the cutoff 4σ diameter once is known by measuring D 50 (see section 2.4.3.2). If we plug diameter = 4 in σ σ Equation 2, the cutoff will be ~86% of the constant amplitude of large vessels, which is also a reasonable threshold separating two regions.
Calibration Curves are CT acquisition parameter dependent
In all cases vessel IMVV vs. diameter was found to have a simple functional form: a constant region above a cutoff diameter, and a decreasing IMVV vs. decreasing diameter below a cutoff diameter.
The reason for the reduction is the partial volume effect 20 . Different CT acquisition parameter settings can affect the value of the constant region and the slope of reduction. After the normalization of different curves, the constant region is always equal to 1 and only the slope of reduction varies, which is characterizing the spatial resolution of the system with all of the particular scanning parameters, reconstruction smoothing, and detection task included.
From the mathematical derivation, we state that every calibration curve can be characterized by just one parameter, the of the 2D PSF. We also define a "cutoff" diameter to divide the curve into two σ
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This article is protected by copyright. All rights reserved parts in which different measurement methods are used. It is easy to deduce that a calibration curve of higher resolution imaging system has a smaller cutoff diameter and can be characterized by smaller σ.
We include three parameters in this paper: x-ray tube energy, focal spot size and reconstruction kernel.
While different raw IMVV vs diameter curves were obtained at different beam energies, the normalized calibration curves essentially overlap for the three energies tested (80, 100, 120 kVp) shown in Figure 6B . As shown in Figure 6C and 6D, larger focal spot size causes greater blurring, and the cutoff diameter is larger for larger focal spot size; however, the slope of reduction is smaller for larger focal spot size. Interestingly, the extra-large focal spot size in Figure 6C shows a lower constant amplitude for large vessels compared with the small and large focal spot sizes. This is likely due to the interaction of the point spread function from different focal spots with the shape of the vessels giving higher "peaks" in the vessels imaged with the small and large focal spot sizes. The reconstruction kernels with higher spatial resolution have smaller cutoff diameters and smaller characteristic as shown in Figure 6F . σ It is clear that the calibration curves are CT-parameter-dependent. This implies that individual calibration curves for the set of possible CCTA imaging parameters should be obtained for each imaging system. While somewhat cumbersome, the calibration curves should only need to be obtained once for each set of parameters on each system. Importantly, we show the mathematical relation between calibration curves and 2D isotropic PSF, which suggests that if we empirically measure one, we can analytically derive the other.
CT-number-Calibrated diameter in moving objects
The motion sensitivity measurements performed in this study using the anthropomorphic phantom 
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In this study we used Snapshot Freeze (SSF), a newly developed motion-correction algorithm, which has been shown to improve the image quality of moving objects by Fuchs 22 and Li 23 . It is clear in Figure 7 that the voxel value in the moving vessel is increased by SSF to the value measured in the same vessel when the vessel is stationary; after motion correction we can therefore apply the CTnumber-calibrated diameter technique.
Accuracy of vessel diameter measurement is important for FFR CT of stenoses
Recently, FFR CT has emerged as a non-invasive method to assess lesion significance in CCTA. 
Limitations
This study only measured and validated the CT number calibration curves on a single imaging system (GE Revolution CT) and a finite number of protocols used for CCTA in our institution. Further work is needed to generalize the technique to other systems and other reconstruction algorithms. Also, there are a number of papers that address the question of diameter estimation using various techniques 19 , 25 ; while we did not compare CT-number-Calibrated Diameters against these methods, the absolute precision and accuracy of the technique is fully reported here and stands on its own.
The phantom which comprised 17 coronary artery stenoses did not simulate the effect of coronary artery calcium in any of the lesions. A new phantom will need to be designed to include a realistic representation of calcified coronary arteries, which is a common condition. The background CT number in the phantom used is around 100HU, which is similar to soft tissue, but unlike fat attenuation normally found around epicardial coronary arteries; however, we believe the results
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This article is protected by copyright. All rights reserved reported here would scale to different uniform background values. Further study would be needed to fully characterize the effect of non-uniform background such as the co-existence of fat and muscle around arteries.
The CT number calibration measurement requires the normalization of IMVV to the proximal amplitude in the constant zone; it is assumed that the contrast agent concentration in the blood is constant along the vessel. We assumed that the images were obtained at a phase of the injection that produced a relatively low gradient in contrast from the proximal vessel to the center of the lesion 26 . A modified algorithm could use an expected amplitude that is linear interpolation of the proximal and distal vessels; however, a drop in the flow distal to the lesion may also affect this value.
Normalization to the proximal amplitude seemed to be the simplest choice, and is easily measured by an observer. The CT number calibration also assumes the disk shape of vessel and we designed our vessel stenosis phantom to have vessels with all convex cross sections. However, we understand that patient stenoses could have the non-convex shapes, and Equation 2 is an approximation to these other more complex shapes. Classifying these more complex shapes with a simple "percent stenosis" becomes challenging as the flow modeling also becomes more complex.
The CT number calibration measurement relies on the CT number of a single voxel in the coronary artery, which is a weakness. However, by definition, it is difficult to derive a technique that uses an "average" CT number inside the vessel lumen, because for significant stenoses the target vessel has a diameter that is at the limits of the resolution of the system. Hence, the simplest and most . 9(6) , 559-66.e1 (2015) .
Figure Legends:
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This article is protected by copyright. All rights reserved (E) Distribution of severity and size of the 17 lesions shown as the relationship between "proximal diameter" and "lesion diameter" as shown in Fig 2B; there are 6 severe, 6 moderate and 5 mild lesions. The smallest lesion diameter is 0.8mm and the largest diameter is 2.4mm. Table 1 .
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This article is protected by copyright. All rights reserved gradually approach an asymptotic value, causing an overestimation of lesion size. The shape of the FWHM calibration curve is significantly dependent on the choice of reconstruction kernel and thus spatial resolution. 
